the high sensitivity of slotted diamond PhC and the importance of surface control for biosensing with diamond.
Introduction
Using integrated photonic technologies, it is possible to fabricate very compact, high performing and low-cost chemical and biochemical sensors. Different kinds of integrated optical chemical sensors have been proposed over the years, from those based on surface plasmon resonance [1] to micro-ring resonators. [2] A novel class of nanoscale biosensors which have been increasingly studied in recent years is photonic crystals (PhCs). Such devices can offer unique and high sensitivity for the detection of specific chemical and biological agents using small active volumes, thus making them promising structures for their use in medical or environmental applications. PhCs generally consist of a one-or two-dimensional periodically patterned dielectric structures where light can be confined to in-plane guided resonance modes in the slab. They are characterized by spectral features such as the resonance wavelength or the quality factor (Q). Most of the recent designs for cavities with high quality factors rely on the creation of an optical confinement along a W1 waveguide (one missing line of holes in a triangular lattice PhC). This can be achieved for instance by a variation of the lattice constant [3] or of the width of the waveguide. [4] Due to the tight confinement of the optical mode, PhCs are highly sensitive to local changes in their environment, [5] such as the refractive index, which affect the resonance wavelength and the quality factor of the resonator. This shift of the resonance wavelength thus confers a sensing capacity to the cavity. Specificity in detection is brought by functionalizing the surface of the resonant cavity or waveguide, which can then be used to selectively capture a specific target molecule, in gas or liquid phase. [6, 7] The detection limit will thus be linked to the quality factor of the cavity, and so challenging Q factors are needed to obtain sufficiently sensitive sensors.
Nowadays, silicon is the reference material for such devices thanks to its optical properties and its well mastered nanostructuration. Recently, quality factor of a few tens of thousands were obtained 1  2  3  4  5  6  7  8  9  10  11  12  13  14  15  16  17  18  19  20  21  22  23  24  25  26  27  28  29  30  31  32  33  34  35  36  37  38  39  40  41  42  43  44  45  46  47  48  49  50  51  52  53  54  55  56  57  58  59  60  61  62  63  64  65 in silicon PhC sensor cavities allowing to detect ultra-small refractive index changes at the surface of the sensors corresponding to an avidin bounded mass of approximately 100 ag. [6] However, it has been reported that the quality factor of micro-disk resonators may vary from a factor of one to five when the silicon surface is changed from oxide to hydrogenated termination. [8] This strong dependence was pointed out as one of the most critical challenge for future Si micro-and nanophotonic systems where extremely high Q-factors are usually required. Furthermore, PhC sensing devices will require a highly stable material to avoid any unsolicited perturbation of the surface, and surface stability of silicon may be a limitation, especially its functionalization which may display unstable properties in biological media. [9] Among the dielectric materials available for PhC fabrication, diamond appears as a promising alternative to build such photonic-based devices: it is recognized to be an outstanding material in terms of mechanical properties, as well as in terms of bio-compatibility and surface functionalization. Diamond-based devices are now at an advanced state of development in the fields of electrochemistry, MEMS sensors, biomedical implants, protective coatings, etc. [10] Diamond is currently emerging as a novel material for the development of photonics devices at a micrometric scale. [11] It exhibits a refractive index of 2.4, and diamond wide band gap offers transparency in a large spectral range from ultraviolet to far infrared spectral bands unlike Si which, in particular, is not transparent in the visible range. Indeed, these properties have already allowed the recent fabrication of photonic crystal cavities with quality factors reaching 3000, not only on 3x3 mm² monocrystalline substrates, [12, 13] but also on polycrystalline diamond layers [14] grown on two inches substrates, thus opening the route to large scale processing with standard nanotechnology techniques. Further, since diamond, unlike Si, does not have a native oxide, it exhibits a stable surface which can be functionalized through a covalent carbon-carbon binding, [15] highly promising towards the fabrication of diamond-based photonic devices for chemical detection.
In this context, this work aims at evaluating how surface chemistry affects the optical properties of diamond-based photonic devices . If sophisticated and stable functionalizations are allowed on   1  2  3  4  5  6  7  8  9  10  11  12  13  14  15  16  17  18  19  20  21  22  23  24  25  26  27  28  29  30  31  32  33  34  35  36  37  38  39  40  41  42  43  44  45  46  47  48  49  50  51  52  53  54  55  56  57  58  59  60  61  62  63  64  65 diamond surfaces, they rely on the stability of the initial surface terminations, usually either "hydrogenated" with C-H bonds, or "oxidized" with etheric, alcohol or carboxylic groups. These terminations are the prerequisite to any further functionalization, opening the route to specific grafting routes such a diazonium salts chemistry, peptidic linking, etc. Therefore, the effect of this basic surface chemistry on diamond optical properties has been studied in this work by the means of a specifically designed PhC. We use a slotted photonic crystal (sPhC) cavity to get a high sensitivity to surface refractive index change and then tune the diamond surface termination between hydrogenated and oxidized. As will be shown, a wavelength shift of the cavity occurs and is accompanied by a decrease of the Q factor when the surface chemistry is simply turned from oxidized to hydrogenated. This effect is reversible. These phenomena are attributed to the conductive layer known to exist from transfer doping on hydrogenated diamond surfaces, and we will below demonstrate how this feature will correlate with the behavior of such diamond-based photonic devices.
Results and discussion

Simulation of slotted photonic crystals cavities
A few types of PhC cavities have already been simulated and measured on diamond. [16] The so called L3 or L7 cavities [12, 17] can present modes with quality factors up to a few thousands while modulated-width type cavities [14] can theoretically reach Q factors above 1 million. So far there is no simulation result on slotted microcavities on diamond and only a few simulations have been reported on long slotted waveguides. [18] The parameters that lead to the highest Q factors and smallest modal volumes for these slotted cavities may be different from the ones made in silicon due to the lower refractive index of diamond. In the following section, the best parameters to achieve high Q factors and small modal volumes are determined by using three dimensional finite differences in time domain simulations (3D-FDTD). The cavity design is similar to the one fabricated on silicon and described in ref. [19] . This design consists of a modulated width cavity similar to ref. [3] with a slot (See Figure 1. a.) and is thus different from the designs proposed in ref. [20] . The parameters that can be varied to optimize the performance of the cavity are the slab thickness, h, the slot width, l, the waveguide width W, the radius of the air holes, r, and the hole displacement d. The lattice constant of the PhC, a, is set to 620 nm and can be adjusted so that the cavity resonance precisely meets the target wavelength since all the photonic crystal parameters can be rescaled. To ensure single-mode operation at wavelengths near l=1600 nm, a slab thickness h of 360nm is chosen. A slot width of 135 nm allows a high confinement of the light in the slot while being easily fabricated. Indeed, narrower 75 nm-wide slots have also been simulated and give similar results in terms of quality factor and modal volume. As in silicon, [19] the best Q factors are achieved with waveguides larger than the standard W1 waveguide, that is made by removing one row of holes from a perfect photonic crystal. The width of the studied waveguide is 1.15√3a, i.e.
1.15 times the width of a W1 waveguide. This comes from the necessity to keep the resonating mode in the center of the photonic band gap to get a good lateral confinement and a good quality factor by keeping a theoretical mode well below the light cone. For this set of parameters, we study the quality factor and the modal volume V as a function of the holes radius of the PhC and of the hole displacement d that define the cavity. As can be seen on Figure 1 .b. that displays the evolution of the quality factor for different hole radius and displacement d, a theoretical Q factor up to 0.8 x 10 6 can be expected from these cavities on diamond, a value that is comparable to those reported on silicon. The modal volumes, represented in Figure 1 .c., are of the order of 0.15 l 0 3 with l 0 the wavelength in vacuum. This value is two to three times larger than the one achieved in silicon for the same slot widths because of the smaller index contrast and of the resulting lower confinement in diamond vs. silicon. Nevertheless, for a typical period of 620 nm, the corresponding sensing volume gets down to a value of 650 attoliter, an extremely small value achieved thanks to the high confinement properties of PhCs.
The mode pattern calculated with a 3D-FDTD simulation of the slotted PhC cavity is shown in 1  2  3  4  5  6  7  8  9  10  11  12  13  14  15  16  17  18  19  20  21  22  23  24  25  26  27  28  29  30  31  32  33  34  35  36  37  38  39  40  41  42  43  44  45  46  47  48  49  50  51  52  53  54  55  56  57  58  59  60  61  62  63  64  65 thus ensuring an optimized sensitivity to any refractive index change in the slot as well as to any surface modification of the PhC slot. Generally, a measure of the resonant wavelength shift versus the change of the refractive index is the appropriate measure for defining the sensitivity of the optically resonant refractive index sensor. [21] For example, simulations show a change of the resonance wavelength of 580 pm for a refractive index change of the PhC environment of 10 -3 , i.e. a sensitivity of 580 nm by refractive index unit (RIU). The detection limit of this kind of sensors depends on its capability to accurately measure the spectral shift which in turns depends on the Q factor of the cavity but also on the experimental setup. Following the approach of ref. [21] , a rough estimate of the detection limit based on our experimental conditions is 3x10 -6 RIU. 1  2  3  4  5  6  7  8  9  10  11  12  13  14  15  16  17  18  19  20  21  22  23  24  25  26  27  28  29  30  31  32  33  34  35  36  37  38  39  40  41  42  43  44  45  46  47  48  49  50  51  52  53  54  55  56  57  58  59  60  61  62  63  64  65 cavity showing Ey component of mode profile at cavity resonant wavelength l=1550nm, arbitrary unit.
Fabrication and optical characterization of the PhCs
Slotted nanocrystalline diamond PhCs on an integrated photonic platform were fabricated according to the previously described structures (see experimental section for details). allow an efficient in-plane light injection from a microscope objective or an optical fiber. [14, 22] The magnification (tilted view at 45°) shown in Figure 2 .b. and 2.c. reveals slightly tilted air holes sidewalls relatively to the vertical direction. The verticality of holes is estimated to be better than 3°,
indicating a good quality of the diamond etching process that is enough to reach very high Q factors 1  2  3  4  5  6  7  8  9  10  11  12  13  14  15  16  17  18  19  20  21  22  23  24  25  26  27  28  29  30  31  32  33  34  35  36  37  38  39  40  41  42  43  44  45  46  47  48  49  50  51  52  53  54  55  56  57  58  59  60  61  62  63  64  65 since it has been shown that such an angle theoretically allows for quality factors up to 3x10 6 1  2  3  4  5  6  7  8  9  10  11  12  13  14  15  16  17  18  19  20  21  22  23  24  25  26  27  28  29  30  31  32  33  34  35  36  37  38  39  40  41  42  43  44  45  46  47  48  49  50  51  52  53  54  55  56  57  58  59  60  61  62  63 64 65 The measured quality factor for this sPhC reaches 6500. Regarding other diamond-based photonic devices, the value measured here for our polycrystalline diamond-based PhC is one among the highest Q factors reported in the literature, [13, 24] and can be even compared with PhCs processed from high quality monocristalline diamond. [12, 25] The discrepancy of several orders of magnitude between the simulated value and the experimental Q factor is usual in silicon and is generally attributed to fabrication imperfections and surface roughness. Light scattering at grain boundaries in polycristalline diamond is another source of losses that occurs here and does not exist in silicon
PhCs nor in the PhCs made in mono-crystalline diamond. Future work on polycristalline diamond with different grain size will clearly identify the quantitative impact of scattering on Q factors.
Nevertheless, the Q factor achieved is only twice lower than those achieved in silicon for similar designs of slotted cavities. [26] Compared to the diamond PhC cavities we reported in previous works, [14] the introduction of a slot at the center did not affect the Q factor of the cavity significantly.
The quality of the structure has even been significantly optimized, mainly through the use of a nitride mask instead of a silica one resulting in a better quality etching (see methods). These Q 1  2  3  4  5  6  7  8  9  10  11  12  13  14  15  16  17  18  19  20  21  22  23  24  25  26  27  28  29  30  31  32  33  34  35  36  37  38  39  40  41  42  43  44  45  46  47  48  49  50  51  52  53  54  55  56  57  58  59  60  61  62  63  64  65 factor values are of the same order as those used on silicon to realize molecular detection at the PhC surface. [6] 2.3. Characterization of the chemical modifications
As described above, the slotted polycrystalline diamond-based PhC exhibits a Q factor and a design which are both well adapted to probe the effect of a chemical surface modification. A diamond surface is known to be a versatile platform toward functionalization, thanks to its carbon-related chemistry. In this study, we intentionally focus on the simplest surface modifications to probe the sensitivity of the diamond slotted PhC cavity and the effects of these surface terminations on the PhC optical properties. Hydrogenated and oxidized terminations are also the base of the most common surface functionalization performed on diamond-based devices. For instance, biological moieties such as nucleic acids or proteins can covalently be grafted by their amino groups onto diamond devices, either through an amidation process starting from carboxylic groups [27] or through the direct amine grafting onto an hydrogenated surface. [28] Such surface terminations can be easily conferred to diamond by physico-chemical treatments, such as plasma treatments, annealing or photochemistry. Here we have explored the effect of two surface terminations, based on (i) a plasma hydrogenation of the sample, to saturate homogeneously the diamond surface with C-H terminations, [29] and (ii) an oxidation step under UV/Ozone. [30] After each surface treatment, XPS analysis were carried out to investigate the surface modifications induced by the hydrogenation and oxidation treatments. XPS general survey of the hydrogenated diamond reveals that only a small amount (1.4 at.%) of oxygen remains on the surface, which is partly due to a surface contamination during the transfer between the CVD reactor and the XPS chamber. Note that traces of fluorine are also detected (0.35 at.%) and can be attributed to a contamination during the fabrication process of PhC as several fluorine-based process are used.
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Optical characterization of the modified sPhC
Prior to any surface modification, measurement of a slotted photonic crystal transmission spectrum just after the end of the process was recorded as a reference. We measured PhC cavities with a period a=630 nm, and the structures exhibit a 9-nm shift of the central holes. The transmission spectrum is presented on Figure 6 .a. A Q factor of 2000 was measured with a peak resonance at 1640.8 nm. Indeed, we chose a PhC cavity with a shorter barrier in order to have better transmission for the experimental measurements. The coupling coefficient between the access waveguide and the cavity is consequently different and this is why the Q factor is lower (see methods). However, this value remains perfectly adapted for the chemical study as will be shown.
We then compared the resonance wavelength and quality factors of the same cavity after different 1  2  3  4  5  6  7  8  9  10  11  12  13  14  15  16  17  18  19  20  21  22  23  24  25  26  27  28  29  30  31  32  33  34  35  36  37  38  39  40  41  42  43  44  45  46  47  48  49  50  51  52  53  54  55  56  57  58  59  60  61  62  63  64  65 successive surface treatments, namely hydrogenation and then oxidation. Figure 6 .b. shows the transmission spectra of the same diamond slotted cavity for different surface chemical states. The black curve corresponds to a freshly hydrogenated photonic crystal cavity. As a first observation, we see that the peak resonance is strongly downshifted from 1640.8 to 1554.1 nm and the Q factor also decreased to 650, which is three times below the initial value. The downshift of the peak resonance can be attributed to a 6-nm etching occurring during the hydrogenation step, which was confirmed by ellipsometry. Such etching of the surface is inherent to the plasma hydrogenation treatment, but, as shown by the XPS analysis, does not affect the quality of the diamond surface. However, according to the simulations, the Q-factor decrease cannot only be attributed to diamond etching.
After ageing for 15 days in air, transmission of the same sample was recorded again and is represented by the red curve on Figure 6 .b. Surprisingly, the resonance peak of the PhC cavity presents a red shift of 1.1 nm (1555.2 nm) while the Q factor increases to reach a value of 1050.
Finally, when an intentional surface oxidation is performed on the sample, through the UV/ozone treatment, the red shift continues to occur, with a shift of +1.1 nm (1556.3 nm) and a value of the Q factor back to the initial one, namely 2000. The transmission also evolves according to the surface modification. An increase is observed when the sample changes from a hydrogenated state to an oxidized one. It is particularly observable in the allowed transmission frequency range for wavelengths shorter than 1550 nm and at the cavity resonance frequency.
Effect of the chemical modification on PhC optical properties
From these experiments, our polycrystalline diamond-based PhCs clearly exhibit a strong dependence on the surface state, with a high sensitivity to the nature of the surface terminations revealed by both resonance peak position and value of the Q factor. Since the refractive index change at the diamond surface is expected to be very small, the evolution of the resonant frequency and quality factor can be estimated thanks to first order perturbations. Indeed, the shift Dω of the resonant frequency of a cavity due to a small change Dɛ of the dielectric constant ɛ (! ⃗)=n²(! ⃗), with 1  2  3  4  5  6  7  8  9  10  11  12  13  14  15  16  17  18  19  20  21  22  23  24  25  26  27  28  29  30  31  32  33  34  35  36  37  38  39  40  41  42  43  44  45  46  47  48  49  50  51  52  53  54  55  56  57  58  59  60  61  62  63  64  65 n the refractive index of the materials making up the cavity, is given with a second order accuracy by Equation ( . The total quality factor < ? of the cavity is then given by Equation (2):
where Q u is the quality factor of the unperturbed cavity.
Here, the 6 /⃗ (! ⃗) field of the unperturbed cavity resonant mode has been calculated by 3D-FDTD once and the perturbative approach has been used to calculate the frequency shifts much faster than with a full 3D calculation. However, a few supplementary FDTD calculations have been performed to check that this perturbative approach is accurate enough to explain the experimental results.
Considering that when the surface is tuned from hydrogenated to oxidized the chemical modification is of the order of the molecule layer, the refractive index modification at the surface should be effective over a thickness of the order of a few Angstroms, as can be expected with the progressive replacement of a H termination by a O termination. However, the expected very small refractive index change resulting from such replacement is not compatible with the frequency shifts observed with the recorded values beyond 2 nm. Obviously, we can also consider that adsorbed molecules or groups of adsorbates, with a thickness of several nm, can be deposited at the surface.
Then the frequency shift can reach the 2 nm observed. However, if such an hypothesis turned out to be true, then the Q factor would not increase as observed, because these adsorbates cannot bring 1  2  3  4  5  6  7  8  9  10  11  12  13  14  15  16  17  18  19  20  21  22  23  24  25  26  27  28  29  30  31  32  33  34  35  36  37  38  39  40  41  42  43  44  45  46  47  48  49  50  51  52  53  54  55  56  57  58  59  60  61  62  63  64  65 optical gain. Actually, the initial value is recovered, which means that there is an intern phenomenon related to the properties of the layer and that it is not just a chemical effect.
To explain this phenomenon, we have to get back to the transfer doping model. [35] It is well known that hydrogenated terminations confer to diamond films specific electronic properties. [36] Diamond surface becomes conductive when hydrogenated. The creation of a surface conductive layer (SCL) due to transfer doping has already been thoroughly described in the literature, and is known to disappear when the surface is oxidized. Maier and coworkers presented about a decade ago the associated mechanism. [35] The extension of this conductive layer is usually considered to be between 5 and 30 nm from the diamond surface.
[37] Such a layer may affect the optical properties of the diamond surface though it has never been characterized so far. Indeed, the absorption phenomenon inherent to such conductive materials would be consistent with the experimental evolution of our quality factor. When the surface is freshly hydrogenated, the surface conductivity is high as well as the loss and the imaginary part of the refractive index. The surface loses partly its conductivity when aged in air, [38] as hydrogenated diamond surfaces are known to be sensitive to air exposure, with a limited but effective spontaneous surface oxidation, with the creation of oxidized terminations among the hydrogenated ones. [39] Then, the conductivity completely drops down when the surface is oxidized by UV/O 3 treatment, which induces the fall of the imaginary part of the refractive index. Note that the rise of the transmission is also consistent with the continuously disappearing surface conductivity since the losses due to the propagation along the hydrogenated access waveguides and PhC structure decrease. The transmission of the PhC at the resonance frequency can also be attributed to the cavity losses but the transmission measurement of the PhC, as opposed to the quality factor measurement, is affected by uncertainties such as the evolution of the coupling efficiency and access waveguide transmission in hydrogenated diamond.
For a given thickness of the surface conductive layer, we can relate the resonant wavelength shift and the evolution of the Q factor to the refractive index of the surface conductive layer using Equation (1) . All the surface of the diamond PhC is supposed to be hydrogenated as confirmed by 1  2  3  4  5  6  7  8  9  10  11  12  13  14  15  16  17  18  19  20  21  22  23  24  25  26  27  28  29  30  31  32  33  34  35  36  37  38  39  40  41  42  43  44  45  46  47  48  49  50  51  52  53  54  55  56  57  58  59  60  61  62  63  64  65 XPS analysis. The real and imaginary part of the refractive index of the SCL can then be calculated as a function of the SCL thickness from the experimentally measured wavelengths shift and Q factors (Figure 7) . 1  2  3  4  5  6  7  8  9  10  11  12  13  14  15  16  17  18  19  20  21  22  23  24  25  26  27  28  29  30  31  32  33  34  35  36  37  38  39  40  41  42  43  44  45  46  47  48  49  50  51  52  53  54  55  56  57  58  59  60  61  62  63  64  65 hydrogenated surfaces may be a limitation for sensing using PhCs as the detection limit would be reduced. Indeed, the conduction phenomenon will still occur on a functionalized surface and, unless the sensing property specifically addresses this surface conductivity property as for diamond-based ion sensitive field effect transistors, [40] it may be a limitation. However, the geometry used here largely compensates this, and one could expect that it would still be perfectly adapted for real-time detection measurements. Anyway, a full oxidation of the diamond surface, for example using a UV treatment, may thus appear as a prerequisite for the exploitation of diamond photonic devices. As we showed, both stability and efficiency will be higher on oxidized diamond based PhC than on hydrogenated.
Conclusion
We have investigated the sensitivity of diamond slotted cavities in photonic crystals to chemical surface modifications. We demonstrate that the optical properties of the diamond sPhC are highly affected after simple surface treatments and namely hydrogenation and oxidation. We observed that a resonance wavelength shift of the cavity occurs and is accompanied by a decrease of the Q factor when the surface chemistry is simply turned from oxidized to hydrogenated. Interestingly, this phenomenon is reversible as the initial values of the Q factor are recovered when the surface is reoxidized. This result can be attributed to an intern phenomenon related to a property of the material, that is the apparition of a conductive layer at the surface when diamond is hydrogenated. This electronic modification of the material strongly modifies the optical features of diamond sPhCs.
Since these characteristics are directly depending of the optical environment, the use of diamond slotted PhC is an effective though indirect approach to get an estimate of the refractive index of the surface conductive layer. These experimental results give a strong indication of the sensitivity of slotted PhC cavity in diamond since it can detect the refractive index changes induced by surface chemistry. As a matter of fact, these results are very promising for the realization of very sensitive sensors based on diamond PhC with specific functionalization. 3  4  5  6  7  8  9  10  11  12  13  14  15  16  17  18  19  20  21  22  23  24  25  26  27  28  29  30  31  32  33  34  35  36  37  38  39  40  41  42  43  44  45  46  47  48  49  50  51  52  53  54  55  56  57  58  59  60  61  62  63  64  65 4. Experimental Section.
Fabrication process
Diamond layer preparation
For this study, we have used nanocrystalline diamond films with a columnar structure exhibiting a thickness of 400 nm deposited on two-inch Si (100) substrates wafers. They were grown at CEA- 1nm only on a 10x10 µm² area, with a peak to valley roughness below 10 nm.
PhC fabrication
The whole fabrication process consists of the following standard steps: a 65-nm thick layer of silicon nitride is first deposited by plasma enhanced chemical vapor deposition (PECVD) on the top of the smoothed diamond layer. Then, e-beam resist is spin-coated on the nitride layer. The photonic crystal and the access waveguide are patterned in the resist using electronic lithography. Using an ICP reactive ion etching (RIE), the pattern is transferred from the resist to nitride and then from nitride to diamond. The remaining nitride mask is removed in hydrofluoric acid. Finally, to fabricate   1  2  3  4  5  6  7  8  9  10  11  12  13  14  15  16  17  18  19  20  21  22  23  24  25  26  27  28  29  30  31  32  33  34  35  36  37  38  39  40  41  42  43  44  45  46  47  48  49  50  51  52  53  54  55  56  57  58  59  60  61  62  63  64  65 a free-standing diamond membrane the silicon substrate is partially etched using a vapor phase isotropic XeF 2 etching process.
Optical characterization
Light from a tunable laser source with a 1-pm resolution (1500-1680 nm, output power 30 µW) is injected and collected into the access waveguide with the use of two polarization maintaining lensed optical fibers with spot diameter of ~2.75 µm. Light from the output of a waveguide is then sent to a polarizer to keep only the TE component of the field (E field parallel to the plane of the PhC) as in ref. [42] . The transmitted power is recorded with a photodiode and analyzed with an oscilloscope. For cavity measurements, the wavelength sweep on the oscilloscope was limited to the region around the resonance to maximize the resolution.
Considering that the photonic crystal waveguide acts as a barrier for the cavity mode, and the length of this barrier determines the coupling of the cavity to the ridge access waveguides as well as the loaded quality factor of the cavity, PhC with different parameters are chosen. A PhC cavity with a long barrier is expected to reach the highest Q factor, while a PhC with a short barrier allows a better guidance and transmission of light, which is more advantageous for sensing applications.
Surface treatments
Hydrogenation was achieved using a microwave CVD plasma treatment for 30 minutes. Parameters were tuned with a pressure of 40 hPa of H 2 . The microwave power was adjusted to 1 kW in order to reach a temperature of 1023 K measured in situ using an optical pyrometer (Ircon Modline 3 series 3L). Oxidation was achieved by a UV exposure (OSRAM XERADEX) for 2 hours at 250 hPa under air on samples previously hydrogenated. The chemical surface state of the treated samples was characterized by X-ray Photoelectron Spectroscopy. The dimensions and the difficulty to properly evacuate the charges on free diamond membranes such as the PhC prevent from a direct characterization of them by XPS. Therefore, spectroscopic characterizations were performed on reference samples. These samples are extracted from the smoothed diamond layer used for the fabrication of PhC which were thus exposed to the same treatments. The surface chemistry was   1  2  3  4  5  6  7  8  9  10  11  12  13  14  15  16  17  18  19  20  21  22  23  24  25  26  27  28  29  30  31  32  33  34  35  36  37  38  39  40  41  42  43  44  45  46  47  48  49  50  51  52  53  54  55  56  57  58  59  60  61  62  63  64  65 monitored with a monochromatized Al Ka anode (1486.6 eV), calibrated versus the Au 4f7/2 peak located at 84.0 eV. Areas of XPS core levels were extracted after a Shirley correction of the background. Carbon and oxygen contents are calculated from XPS spectra after correction by the photoionization cross-sections. A curve fitting procedure was performed to extract the components in the C 1s spectra. Voigt functions were used with a Lorentzian width of 0.4 eV for C 1s. 3  4  5  6  7  8  9  10  11  12  13  14  15  16  17  18  19  20  21  22  23  24  25  26  27  28  29  30  31  32  33  34  35  36  37  38  39  40  41  42  43  44  45  46  47  48  49  50  51  52  53  54  55  56  57  58  59  60  61  62  63  64  65  1  2  3  4  5  6  7  8  9  10  11  12  13  14  15  16  17  18  19  20  21  22  23  24  25  26  27  28  29  30  31  32  33  34  35  36  37  38  39  40  41  42  43  44  45  46  47  48  49  50  51  52  53  54  55  56  57  58  59  60  61  62  63  64  65 
